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ABSTRACT 

We present a method to optimize absorption cells for precise wavelength cal- 
ibration in the near-infrared. We apply it to design and optimize methane iso- 
topologue cells for precision radial velocity measurements in the K band. We 
also describe the construction and installation of two such cells for the CSHELL 
spectrograph at NASA's IRTF. We have obtained their high-resolution labora- 
tory spectra, which we can then use in precision radial velocity measurements 
and which can also have other applications. In terms of obtainable RV preci- 
sion methane should out-perform other proposed cells, such as the ammonia cell 
( 14 NH 3 ) recently demonstrated on CRIRES/VLT. The laboratory spectra of Am- 
monia and the Methane cells show strong absorption features in the H band that 
could also be exploited for precision Doppler measurements. We present spectra 
and preliminary radial velocity measurements obtained during our first-light run. 
These initial results show that a precision down to 20-30 m s _1 can be obtained 
using a wavelength interval of only 5 nm in the K band and S/N~150. This 
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supports the prediction that a precision down to a few m s _1 can be achieved on 
late M dwarfs using the new generation of NIR spectrographs, thus enabling the 
detection of terrestrial planets in their habitable zones. Doppler measurements 
in the NIR can also be used to mitigate the radial velocity jitter due to stellar 
activity enabling more efficient surveys on young active stars. 

Subject headings: Exoplanets - Near Infrared - Spectroscopy - Cool stars 



Introduction 



The radial velocity (RV) technique is the most efficient method to detect planetary-mass 
bodies orbiting stars. Accuracies at the level of ~1 m s -1 have been recently achieved with 
state-of-the-art optic al spectrographs su ch as HARPS /ESQ ( IMayor et al.ll2009l ). HIRES/Keck 
( [Howard et al.ll2010l ) or PFS/Magellan (ICrane et al.ll2010l ). The radial velocity technique is 
most sensitive to massive planets around low-mass stars, but such stars are intrinsically faint 
at optical wavelengths and only a handful of nearby and relatively massive M dwarfs have 
been successfully monito red for planetary systems (e.g. jEndl et al.ll2006tl Johnson et al.ll2007l ; 
Zechmeister et al.ll2009l ). Although the number of M dwarfs surveyed in the optical is small, 
they have produced some of the mos t spectacular results in the field: mu ltiplanetary systems 



with several super-Earths (GJ 581 : iMavor et al 



2009 



Gillon et al. 



Yog 



2007 



et al. 



2010h. the first transiting 



Charbonneau et al.ll2009l ). and 



Neptune mass planets (GJ 436, GJ 1214, 
the most dyna mically complex sys tems with both giant planets and super-Earth-mass bodies 
(GJ 876bcde : iRivera et al.ll2010l ). T hus, there is strong statistical evidence that M-dwarfs 
are rich in sub- Neptune-mas s planets ( Mayor et al.l 120091 ) and (possibly) Earth-mass planets 
as well ( [Howard et al.ll2010l ). 



Since most of the flux of M dwarfs is emitted in the near-infrared (NIR), many more 
and later-type M dwarfs could be surveyed provided that adequate w avelength-calibratio n 
techniques and spectrographs are developed in the NIR region (e.g., iReiners et al.ll2010l ). 
Additionally, young and/or active stars will have relatively more quiescent photospheres 
in the nIR relative to the optical, allowing for wavelength-dependent characterization or 
mitigation of stellar jitter ( IBailey et al.l 1201 if ) . 



Recently, iBean et al.l (l2010bl ) have shown that accuracy at the ~5-10 m s -1 level can 
be achieved on timescales of several months using an absorption cell filled with ammonia 
gas ( 14 NHa). This ammonia cell has been used to rule ou t the presence of t he astrometric 



planet candidate around the low-mass M8.5V star VB10 (IBean et al.l l2010al ) . Fostered by 
the success of this pioneering technique, we started a collaboration to design, build, and 
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implement optimized absorption cells on the available (and near future) NIR spectrographs. 

During our investigation, we found that methane is, in fact, a very suitable gas for 
wa velength calibr a tion i n the K band. The frequency precision and accuracy of CH 4 achieved 
bv iBoudon et~aJ fiooj indicates that methane absorption features can be good enough 
for RV observations. The viability of 12 CH4 as a wavelength standard at other wavelengths 
is well proven. We ref er the reader to the Bureau International des Poids et MesuresQ 



or 



Nai-Cheng et al.l ( 119811 ) for examples detailing the use of methane as a wavelength-calibration 
standard in other lines of inquiry. Despite this, it is well known to astronomers working in 
the near infrared domain (1.0 to 5 microns) that the Earth's atmosphere contains sufficient 
methane to also produce deep absorption features, especially beyond 2.0 /mi. Therefore, 
it would be difficult to accurately disentangle these telluric absorption features from those 
created by a cell containing standard 12 CH 4 . However, carbon and hydrogen have other 
stable isotopes that also form chemically stable isotopologues of methane. The substitution 
of an atom by another isotope significantly shifts the absorption features of a molecule. As 
shown later, we find that such a shift is large enough to avoid confusion of the methane 
isotopologues with the more common 12 CH4. The preliminary d esign of optimal gas c ells is 



done using the line lists available in the HITRAN 2008 database (IRothman et al.ll2009l ). We 
concentrate this study on the two simpler methane isotopologues 13 CH 4 (methane-13) and 
12 CH3D (deuterated methane) and compare their performance to ammonia ( 14 NHa). Since 
we have built a science quality cell for each gas, we also provide the construction details for 
such cells. 

The 13 CH4 cell has been installed and used in a prototype program on the CSHELL 
spectrograph at NASA's Infrared Telescope Facility (IRTF). We present the first-light spec- 
tra of bright stars through this cell, illustrating that the proposed setup is ready to begin 
precision RV measurements. The use of the cell and the Fourier trasform infrared spectra 
(FTIR) are available to the community. 



2. Optimizing a Gas Cell for a Spectrograph 

2.1. Free Parameters 

When using a gas absorption cell for precise wavelength calibration, its transmission 
absorption spectrum will determine the maximum achievable RV precision. The cell absorp- 



1 Methane on Titan project, mantained by Vincent Boudon, http://www.icb.cnrs.fr/titan/ 
2 http : / / www . bipm . org/en/publicat ions/mep . html 



-4- 



tion spectra mainly depend on the following parameters: length of the cell, gas used, gas 
temperature, gas pressure and spectral resolution set by the spectrograph. Among these 
parameters, the only relevant freedom is the choice of the gas and its pressure. For practical 
reasons, the cell temperature should be around 300 K. A few tens of Kelvins do not make 
a substantial difference in the absorption spectra of the gases under consideration. Longer 
optical paths produce deeper and sharper features, which are both desirable to obtain a 
better wavelength-calibration setup. Therefore, th e cell length shoul d be as long as physi- 
cally allowed by the spectrograph (e.g. ~ 20 cm : iBean et al.ll2010bl ). A cell with multiple 
reflections could be used to increase the optical depth at the cost of a more bulky setup 
and some losses in each reflection (see iMahadevan fc Gdl2009l . as an example). We will not 
discuss this option here. 

The spectral resolution is a measure of the smallest separation 5X at which spectral 
features can be distinguished. In astronomical spectrographs, it is usually defined in relation 
to the resolving power R=X/SX which is ideally constant with wavelength. To obtain the 
maximal RV precision, 6X needs to be as small as possible or, equivalently, R has to be as 
high as possible. The stellar spectral features have to be resolved when using traditional 
spe ctroscopy to m easure precise RVs (as opposed to externally dispersed interferometers, 



sec 



Ge et al.ll2002l . as an example). The range of availabl e spectral resolution for precise RV 
measurements is around R~30 000 ( e.g. NIRSPEC/Keck, iMcLean et afll998h to #=110 000 



(CRIRES/VLT, iKaeufl et al.ll20041 ). As an example, R=30 000 implies that at 2300 nm one 
can resolve a 5X of 0.076 nm, while 0.0209 nm can be resolved if R = 110 000. As shown 
later, the resolution of the spectrograph is a critical element in the choice of the right gas 
and pressure. As a general rule, 5X is defined as the full width at half maximum (FWHM) 
of the point spread function (PSF) in the wavelength dispersion direction. This PSF (also 
called instrumental profile) is intrinsic to each instrument and has nothing to do with the 
physical processes involved in the generation of absorption lines in the intervening gas or 
the stellar spectrum. For simulation purposes, the shape of this instrumental profile can be 
approximated by a Gaussian profile or an ensemble of Gaussian profiles. The precise shape 
will only be relevant in the actual reduction of the observations and will be different for each 
instrument. Strictly speaking, a Gaussian profile has a a = FWHM/2.35, however typical 
instrumental profiles tend to have higher wings effectively degrading the actual resolution. 
For the purpose of quantifying the dependence of the maximum precision as a function of the 
spectral resolution, we assume tha the instrumental profile is a Gaussian with a = 5X/2. The 
product of the stellar spectrum, the absorption spectrum of the gas cell, and the absorption 
of the atmosphere have to be convolved with this instrumental profile to obtain the observed 
(simulated) spectrum. 



In summary, given room-temperature operating conditions of ~300 K, a cell length 
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of the order of ~10 cm, and an optimal spectral resolution (depends on the spectrograph 
design details), the gas pressure is the only free parameter to adjust to reach the maximal 
RV precision. 



2.2. Choice of Gases and Optimization Metric 

In the preliminary phase of our investigation, we were interested in assessing which 
gas was more adequate for RV measurements in the K band. To quantitatively compare 
the nominal performance of a gas cell p aired with a spectr ograph, we used the photon- 



noise-limited precision ay as derived by iButler et al.l (119961 ) as our metric. The photon- 



noise-limited precision has two components: the contribution of the gas cell a c and the 
contribution of the stellar spectrum a*. The contribution of the gas cell a c represents how 
well the wavelength of each pixel can be measured, while cr* represents how well a stellar 
Doppler offset can be measured given the richness of spectral features on the stellar spectrum. 
The expression for ay reads 



*v = ^+^!, (l) 

/ \ -1/2 

a * = c E A § xS / N > ( 2 ) 

\ pix / 



a* 



dX 

, pix 



(3) 



where c, when not a subscript, is the speed of light; / is the intensity of the stellar spectrum 
(*) or the cell (c) spectra normalized to a continum equal to 1; A is the wavelength in 
meters; and S/N is the signal-to- noise ratio at each element of the sum and equals to a/ N p hot 
assuming Poisson statistics. The sum is calculated over all the resolution elements 5X. 
Usually, modern spectrographs are designed in such a way that each 5X is covered by 2 or 
more sampling elements (or pixels). As long as there is more than one pixel on each 8X, 
the number of pixels used does not affect the nominal photon- noise limit. For example, lets 
assume a S/N of 100 on each SX (N photons = 10 000). If we have 2 pixels on each SX, each 
pixel will collect 5000 photons and a corresponding S/N per pixel of 70.7. However, the loss 
of S/N per pixel is compensated in equation (1) by having twice the number of elements 
in the sum. In reality, a larger number of pixels (e.g., > 2) per SX is always better to 
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model the instrumental profile. The sampling of the profile will contribute to the final error 
budget irrespective of the chosen calibration gas so, in a relative sense, it does not affect our 
comparison metric. 

The photon-noise-limited precision oy is the function to be minimized with respect to 
the gas parameters (as we discussed, only pressure). Note that this is an ideal estimate 
of the final RV precision. Real observations will contains additional sources of uncertainty, 
such as the detector performance, instrumental profile modelling, availability of adequate 
stellar templates, and contamination by telluric features. At this time, the major limita- 
tion to achieve high precision is the limited number of high-resolution spectrographs with 
near-infrared capabilities and the limited wavelength range they can provide in each single 
exposure. The only instrument able to deliver spectral resolution over 1 5 is CRIRES/VLT , 



and it is still a single-order spectrograph covering only 40 nm at 2.3 [is f lBean et al.ll20f Obi ). 



The quality and size of the NI R imaging arrays is also a limiting factor on some instru 



ments such as NIRSPEC/Keck ( jBailey et al.ll201fl ). which is also limited by a relatively low 



resolution R ~ 30000. It is expected that new NIR spectrographs will have a significantly 
increased spectral grasp and will incorporate newly developed higher- quality CMOS imaging 
array^l, greatly mitigating the systematic uncertainties due to the detector performance on 
fainter targets. 



2.3. Methane versus ammonia 



The two gases we compare here are ammonia and methane. lYurchenko et al.l ( 120051 ); 



Huang et al.l (120081 ) predicted that the NIR spectral fea tures of ammonia were useful as a 
frequency-calibration source for RV observations (see also lUrban et al.lll989l ) . A cell with the 
most common iso topologue of ammo nia (from now on 14 NHs) has already been demonstrated 
at the telescope ( IBean et al.l l2010bl laJ) . so we wanted to assess if it was worth developing a 
brand new cell based on an alternative gas (Methane). Both gases good-quality line lists in 
the HITRAN 2008 database (beyon d 1.9 microns for Ammonia and from 1.0 to > 5 microns 
for Methane, iRothman et al.l 120091 ). allowing straighforward simulations of the spectra for 
a given set of cell parameters. Ammonia a lso has abund a nt spe ctral features below 1.6 (ttrn 
and they have been recently reported by ISung fc et al.l ( 120121 ). but at the time we build 
our cells, those lines were unknown to us and we do not discuss them in detail here. Some 



alternative gases for wo rk in the H band have been given by IValdivielso et al.l ( 120101 ) and 
Mahadevan fc Gel ( 120091 ) . The method of cell optimization presented herein can be applied 



3 e.g. http : //www . teledyne-si . com/inf rared_sensors/index . html 
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to any other gas given the required information to generate synthetic absorption spectra 
(line lists or public FTIR spectra). As a matter of fact, a simplified version of the analysis 
presented here was done on most of the gases available in the HITRAN 2008 database. 
Methane was identified as a promising gas during such quick-look analysis. 

As discussed before, it is well known that telluric methane features are omnipresent 
in NIR spectra (especially in the K and redder bands). In order to avoid blends of the 
calibration spectrum with telluric features, we propose using methane isotopologues instead 
( 13 CH 4 and 12 CH 3 D). At the obtained working pressures and temperatures, they are both 
easy to handle and much less reactive than 14 NH3. It also helps that enough gas to build 
several cells could be purchased for a few hundred US dollars. The NIR absorption features of 
methane are molecular rotovibrational transitions related to the C-H bond and the moment 
of inetia the methane molecule. The main difference between 12 CH 4 and 13 CH 4 is a change 
in the reduced mass of the 13 C-H bond, changing the wavelengths of the 12 CH4 transitions 
by a multiplicative factor. In the case of 12 CH3D, the substitution of a C-H by a C-D 
bond adds an additional oscillator and breaks the tetrahedric symmetry of the molecule. 
As a result the 12 CH-3D spectrum is a scrambled version of 12 CH4. Even though there is 
extensive literature on the interpretation of the absorption spectrum for both isotopologues, 
no comprehensive line lists are readily available in a straightforward format. The HITRAN 
2008 database contains some lines of all three methane isotopologues in a narrow range 
between 3.0 and 3.5 /im (see Fig. [1]). Using the centers of the sharper lines between 3.0 
and 3.5 /zm, we find that a multiplicative factor of ~1.0032 in needed to reproduce the 
wavelength shift in the lines of 13 CH 4 with respect to 12 CH 4 . This number is a simplification 
of the complex rovibrational spectral transition changes between the two isotopes. However, 
this multiplicative factor approximation enables one to obtain a realistic spectrum of 13 CH 4 
in terms of the approximate line density and depth as a function of wavelength and to 
consequently evaluate the performance of 13 CH 4 as a wavelength-calibration gas. At the 
K band (A ~ 2300 nm), this translates into a shift of ~ 8 nm with respect the equivalent 
features in 12 CH 4 . More importantly, this shift is more than sufficient to avoid blends with 
telluric 12 CH 4 features (typical width of 0.1 nm at the K band, see Section H~2j) . Figured] also 
illustrates that the spectrum of 12 CH 3 D is a scrambled version of 12 CH 4 , but with shallower 
features. 

In overview, the absorption spectra of 14 NH3 and 12 CH 4 can be simulated to a high 
degree of realism by using the line lists available in the HITRAN 2008 database and a basic 
ray-tracing software. Concerning the ray-tracing software, we explored several options and 
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Fig. 1. — Synthetic absorption at 3.0 microns of the 3 isotopologues of methane available 
at the HITRAN 2008 database. Methane is a very strong absorber at this wavelength, so 
cell lengths of a few mm or cm have been used to generate this example spectra (T=300 K, 
P=300 mb). 

found that the Reference Forward Model package (RFM) provided the most straighfor- 
ward and simplest approach to obtain the desired synthetic spectra. As a cross-check, We 
compared our simulated spectra with those computed with SpectralCalM, obtaining perfect 
agreement among the two. As discussed before, the absorption spectra of 13 CH 4 is obtained 
to the required level of realism by applying a multiplicative factor to the wavelengths of 
the 12 CH4 spectrum. As will be shown in Sec. I4.2[ this approach worked very well in the 
estimation of the optimal pressure for the 13 CH4 cell. Because the absorption spectrum of 
12 CH 3 D is very different from 12 CH 4 , we could not perform the same optimization analysis. 



4 Maintained by Anu Dudhia, http : //www . atm . ox . ac . uk/RFM/ 
5 Available at : http://www.spectralcalc.com/ 
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Since the 12 CH3D lines at 3.5 microns are shallower than those from 12 CH4, we tentatively 
filled this cells with a pressure slighty higer than the optimal one found for the 13 CH 4 cell. 
As shown later, such pressure turned to be insufficient to produce deep-enough lines. Now 
that the spectrum of 12 CH 3 D is known, we will be able to use it to optimize future cells. 
Hereafter, all the optimization details refer only to 14 NH3 and 13 CH4. 



2.4. Model Configuration Setup 

For the purposes of our optimization models, the length of all the cells is fixed at 10 
cm. We also assume an ideal spectrograph continuously covering an interval of 200 nm at 
the K band. While an instrument with such capabilities does not yet exist, a comparable 
wavelength coverage should be within the reach of the proposed NIR spectrographs (e.g., 
i-Shell on NASA's IRTF, and upgraded versions of NIRSPEC/Keck and CRIRES/VLT). 
Such wavelength range is also representative of the interval where the cells under discussion 
(ammonia and methane) show more absorption features in the K band. Note that the cells 
only provide good wavelength calibration on the spectral region well covered by them so 
using the full K band to estimate the performance of each cell would seriously underestimate 
the stellar contribution to the error budget. The central wavelength of the interval is also 
obtained during the optimization process. Four spectral resolutions are also tested: 30 
000, 50 000, 70 000 and 10 5 . These resolutions roughly match the range of available (or 
planned) nIR spectrographs. To make a fair comparison, we will assume that the number 
of collected photons is the same in all the setups. In other words, when the resolution is 
higher, the signal will be spread on a larger number of resolution elements and, therefore, 
the S/N per resolution element will be reduced. The resulting <jy for various setups and 
gas cell configurations are given in Figure |2J In addition to the cell parameters, the central 
wavelength A c of the 200 nm window is also optimized. The atmospheric K-band window is 
surrounded by strong and very variable water absorption features that we want to avoid as 
much as possible. Neither gas shows enough absorption features below 2100 nm to be useful 
for wavelength calibration. As a result the useful wavelength range we test is between 2100 
and 2450 nm. For the s tellar spectra, we have used those provided by the PHOENIX |^| group 



( jHauschildt et al.lll999l ). Solar metallicity and a logg = 5.0 have been assumed in all cases. 



6 For more information, see http://www.hs.uni-hamburg.de/EN/For/ThA/phoenix/index.html 
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R = 30 000, SNR = 182.6 R = 50 000, SNR = 141 .4 R = 70 000, SNR = 1 1 9.5 R = 100 000, SNR = 100 




P(mb) P(mb) P (mb) P (mb) 



Fig. 2. — Photon noise radial velocity precision ay as a function of gas cell pressure for 
different stellar atmosphere models (colored dots). Because the spectra of stars depends on 
the effective temperature, ay will also depend on that. Top panels contain the results for 
the 13 CH 4 cell and the results for 14 NH 3 are given in the bottom panels. The contribution of 
the stellar spectra (small horizontal lines on the bottom left of each plot) are also illustrated. 
Note that the stellar contribution is different for each cell. Because the cells have a higher 
density of lines on slightly different wavelength ranges, the optimal central wavelength is 
different for each cell. Such optimal wavelength also weakly depends on the resolution and 
the gas pressure. The average values of the optimal wavelengths are also given for each 
setup. In all the cases, 13 CH4 nominally outperforms 14 NH3. 

3. Model Results 

For 14 NH 3 , ay is computed on pressures ranging from 25 to 250 mbar in steps of 25 
mbars. For 13 CH 4 , the tested pressures go from 50 to 500 mbars in steps of 50 mbars. Figure 
|2] and Table [1] summarize our results as follows : 

• The optimal gas pressure depends on the spectral resolution. When the pressure is too 
low, the gas column density is also low and the lines are shallower. When the pressure 
is high, the lines are deeper due to the increased column density, but they get broader 
due to presure broadening effects. The optimal gas presures for the proposed setups 
are given in Table [TJ 

• Even accounting for the reduction in the S /N per resolution element, the higher spectral 
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resolution R always provides higher RV precision. The spectrum of the star and the 
cell are sufficiently resol ved at R=100 000, so h igher resolutions do not provide a 



significant improvement (IMahadevan &: Gel 120091 ) . Note that we are not discussing 



the slit size required to achieve each resolution. If a fraction of light L is lost due to 
bad seeing (>1.0") and/or narrow slit (eg. 0.2"), ay has to be divided by \jL. The 
photon-collection efficiency (also called throughput) for a given mode heavily depends 
on engineering details of each spectrograph (slit size, use of an image sheer, adaptive 
optics, etc.). The loss of throughput can easily counter the gain in precision from the 
higher spectral resolution. Therefore, one should first compare the relative performance 
of the available modes before building a cell optimized for the highest spectral resolution 
available. As a general approach, we suggest first determining the desired R using 
synthetic stellar spectra and all the information available on the available observing 
modes. Only then one should proceed to the gas cell optimization for a given R. 

Both the stellar and the cell spectra contribute significantly to ay. In the case of 
14 NH 3 , the absorption cell dominates ay. As a consequence, the RV measurements 
will be calibration-noise-limited. On the other hand, the contribution of 13 CH4 to the 
overall precision is always smaller than the stellar contribution, which makes it more 
attractive than 14 NH3. 

14 NH3 and 13 CH4 cover a different range of wavelengths. Therefore, the optimal central 
wavelength A c strongly depends on the gas used. To a much lower degree, A c also 
depends on the spectral resolution and pressure; therefore, the optimal wavelength is 
always within 5 nm to the values given in Figure [21 Also, 13 CH 4 covers the stellar CO 
absorption bands better than 14 NH 3 , minimizing a* and therefore further improving 
the maximum achievable precision. 



This latter two items justify the effort of developing a methane-based absorption cell for 
future high-precision RV measurements in the NIR. As we mentioned before, each resolution 
element should contain (at least) 2 or more pixels to properly sample the intrumental profile. 
If the same S/N can be achieved per pixel instead, then the maximal RV precisions ay listed 
in Table [1] have to be divided by the square-root of the number of pixels per resolution 
element. That is, with the best setup we tested (R = 100 000, 13 CH 4 , ay = 6.9 m s -1 ), a 
star with T = 3000 K and 2 pixels per resolution element with a S/N = 100 per pixel, one 
should be able to achieve RV precisions better than 5 m s _1 . 
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4. Optimal absorption cells for IRTF/CSHELL 

We started a pilot program to test the absorption cel ls at the CSHELL spectrograph in- 



stalle d at the NASA/IRTF telescope (Mauna Kea, Hawaii; iTokunaga et al.lll990l ; lGreene et al 



19931 ). The design parameters and the optimal setup found for this spectrograph are given 
in Table |5J In addition to testing their performance, we were also interested in the practical 
issues involved in the construction, installation and operation of such cells. With this in 
mind, we built two methane-based cells containing 13 CH4 and 12 CH3D, as well as a 14 NH 3 
cell for comparison purposes. The construction details and the final high-resolution FTIR 
of the cells are given in Section 14.21 For this experiment, the central wavelength was not 
optimized. To simplify the analysis required to obtain precise RV measurements, we chose 
A c = 2312.5 nm which is centered in a small window that is relatively free of telluric methane 
features (see Section H~2l) . 



4.1. Construction of the Cells 

Here, we summarize the practical details involved in the construction of the three cells 
filled with 13 CH 4 , 12 CH 3 D, and 14 NH 3 . In all cases, the construction of the cells is very 
affordable. 

Based on the limitations imposed by the existing extra space in CSHELL, the bodies 
of the cells were made using a Pyrex tube 12.5 cm in length and 5.1 cm in diameter. Both 
ends of this tube were capped with low-OH quartz windows with excellent transmission 
in the NIR. The windows were then coated on the outside with an infrared antireflective 
coating to further improve transmission. We did not coat the inside of the windows due 
to potential chemical reactions of the gas with the coating degrading throughput. Using 
the laboratory FTIR spectra of all the cells, we found that the overall transmission on the 
continuum (including the gases) is typically above 80%. Each window is a wedge with an 
angle of 1.6° oriented 180° relative to the other window on the cell, corresponding to a 2 mm 
rise in window thickness over 7 cm, with a minimum window thickness at one end of 1 mm. 
This prevents ghost images from appearing on the stellar spectra which arise from multiple 
reflections off the spectrograph's optics. The windows were sealed using Varian Torr Seal, a 
sealant specifically designed to connect glass and maintain a vacuum for a duration longer 
than a decade in nominal conditions. 

Pure anhydrous 14 NH 3 ammonia was purchased from Matheson-TriGas (>99.9% quoted 
purity). The 13 CH 4 isotopologue was purchased from Sigma- Aldrich (99% quoted purity). 
The more exotic 12 CH 3 D isotopologue was obtained from Cambridge Isotope Laboratories, 



Table 1. Optimal setup for the various test setups. We use a stellar atmosphere model for 

a T=3000 K star, and a cell Length of 10 cm. 
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6.9 


150 


14 NH 3 




















30 000 


182 


2370 


2298 


16.7 


14.0 


21.8 


150 




50 000 


141 


4300 


2292 


12.4 


9.3 


15.5 


100 




70 000 


119 


6021 


2298 


10.6 


7.4 


12.9 


75 




100 000 


100 


8602 


2298 


8.7 


6.5 


10.9 


50 



Table 2. Design parameters and optimal setup for IRTF/CSHELL. The stellar model 
used in the optimization process has T = 3500 K, log g = 4.5 and solar metalicity 



Parameter 


Value 


Spectral resolution 


46 000 


Cell length 


12.5 cm 


Cell temperature 


283 K 


Wavelength interval 




at K band 


~ 5 nm 




256 


Optimal 13 CH4 pressure 


275 mb 


Optimal 14 NH 3 pressure 


70 mb 


Selected A c 


2312.5 nm 


a v (S/N=100/5A) 


~ 50 m/s- 1 


a v (S/N=100/pix) 


~ 35 m/s -1 
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Inc. (98% quoted purity). All three cells were evacuated using a standard vacuum pump, 
and then filled with the gases. As shown in Table [21 14 NH 3 and 13 CH 4 cells were found to 
operate optimally at ~75 mbar and 275 mbar respectively (as a reference, 1013.25 mbar is 
1 atm or 1.013 5 Pa). Since we had no means to predict the optimal pressure for 12 CH 3 D at 
the K band, we filled the 12 CH3D cell at a higher pressure (~ 345 mbar), waiting for the 
FTIR spectra to evaluate if the cell would be suitable for use at CSHELL. The cells were 
filled at such pressures at 20° C by means of a small inlet in the side of the pyrex tube. In 
order to seal this inlet, the gases were then condensed to a liquid via immersion in an ice 
bath. This allowed the Pyrex inlet to be heated to ~ 1100 K without raising the interior 
gas temperature and pressure. If the gases had been left in the gas phase at 20° C, the 
internal pressure would have exceeded 1 atmosphere and the gas would have burst out of 
the hot malleable inlet. The first tests filling our gas cells with ammonia gas resulted in 
this outcome. The end result of the sealing process allowed for the creation of an essentially 
permanent Pyrex seal to the inlet such that the main body tube is a single piece of Pyrex. 

All three cells are interchangeable and can easily be substituted as needed by removing 
the current cell and placing one of the others in the mount. The active cell is mounted inside 
a calibration box with an aluminum housing, which in turn sits in front of the CSHELL 
spectrograph entrance window. The gas cell tube is attached to a rotary stage by aluminum 
braces which allows the cell to be moved in and out of the telescope's beam by remote 
operation (see Fig. [3]). The remote operation is an essential design feature for ease of 
use and efficiency of observations, given that CSHELL mounts at the telescope Cassegrain 
focus. The cell sits in the converging f/38 beam prior to the beam's entrance into the 
spectrograph's entrance window. Thanks to this, the cell absorption spectrum is imprinted 
on the stellar light before the light goes into the spectrograph optics. The available physical 
space limitations for the cell (~ 15 xl5 xl8 cm 3 ) placed severe design constraints on the 
size of the cell and the motor mechanism to move the cell in and out of the telescope beam. 
The length of the cell is limited on one end by the entrance window to the calibration unit, 
and on the other end by the descending fold mirror for the calibration lamps. 

The IRTF telescope dome experiences ambient temperature ranges of 276 to 284 K. In 
order to mitigate velocity calibration errors due to temperature changes of the cell's gas, its 
temperature is stabilized with a small silicon heater. For consistency, it is heated to 283 K 
(10° C), at the high end of dome temperatures experienced over the past year. The cell has 
an RTD sensor attached giving temperature feedback to a temperature controller, which is 
expected to maintain the temperature to within ±0.1 K. The temperature controller can 
be set and logged remotel y to ensure stabilit y. This should result in temperature- induced 



errors well below 1ms 1 fjBean et al.ll2010bl ). As a curiosity, we found that bright telluric 



standard stars (e.g. Sirius) heat the cell by up to ~0.5° C before the temperature controller 
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Fig. 3. — A rendering of the CAD design of the gas cell, rotary stage, and mounting mech- 
anism. Note the heating element and the thickness of the aluminum braces (shown in gray) 
to maintain rigidity and prevent rotation of the cell for consistent placement in the beam. 
Wires and bolts are omitted for visual clarity. 

re-establishes an equilibrium gas cell temperature (Figure H]). 



4.2. FTIR spectra of 14 NH 3 , "CH 4 and CH 3 D 



We have obtained laboratory measurements of the three cells' spectra at the Jet Propul- 
sion Laboratory using a Bru ker IFS 125 /HR spectrometer, for whi ch the instrumental setup 
can be found elsewhere (e.g. JSung. et al.ll2008t ISung fc et al.ll2012l ). The FTIR spectra were 
taken at a resolution R pa 700000 at 2.0 /im and 298 K. This resolution is much higher than 
CSHELL's resolution of ~46 000, and allows for very precise resolution of the individual 
spectral absorption features of all three gases. In order to ensure that we had complete cov- 
erage of the infrared bands we intended to use, a full scan from 1 to 5 /im wavelengths was 
performed. The FTIR system at JPL is equipped with a temperature-stabilized He-Neon 
laser has enabled a frequency precision better than 0.0001 cm -1 in the scanned region, where 
the units of frequency are wavenumbers per unit of length. The internal frequency accuracy 
is better than 0.01 cm -1 , that would correspond to a Doppler offset of 740 m s" 1 at the K 
band. Because precision radial velocity measurements are always relative, extreme absolute 
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Fig. 4. — Left: Gas cell temperature stability as a function of hours during first light. Spikes 
in the temperature can be seen of up to 0.5 C, and are due to observations of very bright 
standards heating the gas cell. Right: Gas cell temperature as a function of minutes during 
first hour of turning heater on. The gas cell stabilizes at the desired temperature within 1 
hour. 

accuracy (as opposed to precision) is not required for this experiment. If the spectra we 
provide need to be used for accurate frequency work, the 14 NH 3 and 13 CH 4 wavelengths can 
be refined to match the FTIR spectra to the predicted line positions from HITRAN around 
3.0 microns where all the species have abundant (and well-documented) spectral features. 

We scanned the cell while the FTS was pumped down to 95 to prevent leaks of ammonia 
which is known to be sticky and notorious in leaving permanent residues on the optical 
surfaces. This pressure is slightly higher than the cell pressure, minimizing the risk of leaks. 
For the methane isotopologues, the FTS was evacuated to better than 1 mbar in pressure. 
For all three cases, we obtained the spectra without the cell at a pressure similar to that of 
each cell. In this way, the unwanted atmospheric residual features could be canceled out by 
dividing the cell spectra by their no cell counterparts. The normalized K-band FTIR spectra 
of the cells are shown in Figure [5j A synthetic spectrum of a T=3000 K star (~ M5V) is 
shown on the top for comparison. The second spectrum in Figure [5] is a sample of the Earth's 
atmosphere absorption along the K band. Compared to the spectra of 13 CH 4 (foruth row), 
it is easy to identify the features due to telluric methane (eg. look for the gap at 2313 nm, 
that appears at 2321 nm in the 13 CH4 spectrum). Water vapor is a major contributor to the 
telluric absorption beyond 2400 nm. The 14 NH3 cell is in remarkable agreement with the one 
obtained by our synthetic spectra generator. As expected, the 13 CH 4 spectrum looks very 
similar to the one from 12 CH4, which validates our optimization procedure. The 12 CH3D 
spectrum contains a very high density of shallower lines. Even though 12 CH3D has a higher 
density of lines, it is not usable for CSHELL because at R = 46 000, those lines are not deep 
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Fig. 5. — Relevant spectral features in the K band. From top to bottom : synthetic spectrum 
of an M5V star, absorption spectrum of the Earth's atmosphere, and laboratory obtained 
spectra of our cells : 14 NH 3 , 13 CH 4 and 12 CH 3 D (R~ 700 000). 

enough to be competitive against 14 NH 3 or 13 CH 4 . Still, our laboratory-obtained spectra of 
12 CH 3 D can now be used to design optimal cells on other spectrographs. Even though the 
atmospheric contamination is less significant around 2150 nm, neither the gas cell nor the 
stellar spectra contain many strong absorption features around that wavelength. 

Our FTIR spectra were obtained at a temperature of 298 K, whereas we are operating 
the gas cell on the IRTF telescope at a temperature of 283 K. Simulated spectra indicate that 
the difference in temperature introduces a small systematic offset of the order of 1 m/s or less. 
While this should not affect our relative RV measurements, the FTIR spectrum of prospective 
cells should be obtained at the same telescope operation temperature to guarantee that the 
forward modeling of the observed spectra is as accurate as possible. 
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4.3. H Band 



We show the absorption spectra of our three cells in the H band (see Fig. [6]). Similar 
to K, the H band is surrounded by very variable water vapor features from the Earth's 
atmosphere that should be avoided. The central part of the H band is dominated by two 
prominent bands of CO2 that are known to be quit e stable and have be en used to reach 
precision radial velocities at the level of 10 m s _1 ( jFigueira et al.ll2010l ). Both methane 
isotopologues show abundant lines on the redder part of the band, while ammonia has a 
very promising band on the bluer part. Even though the ammonia absorption is quite 
prominent, such band is not listed in HITRAN 2008 so it was a surprise to find it there. 
Since the gases were not optimized for H band work, the absorption lines of all three cells 
are too shallow to produce competitive results compared with the K band. Testing the H 
band would require the construction of additional cells and was beyond the scope of our 
limited budget for this initial study. There are other gases and isotopologues that provide 
useful absorption features around 1500 nm . So me of the most promisin g ones have already 
been discussed by iMahadevan &: Gel (120091 ) and I Valdivielso et al.l ( I2010l ). From our obtained 
spectra, a higher-presure cell combining 14 NH\3 and 13 CH4 would seem to be a good choice 
to cover a good fraction of the H band. Because the stellar spectra of cool dwarfs have 
fewer features than other IR bands (IReiners et al.ll2010l ). and because there are other studies 
focused on this wavelength range, we do not discuss the H band further. 



4.4. First Light 

The 13 CH4 cell was successfully integrated in the CSHELL spectrograph, and first light 
was achieved on 15 September 2010. We choose a window centered at A = 2312.5 nm, 
because it is almost free of telluric features. The laboratory spectrum of the cell compared 
with the obtained spectrum of a telluric standard (Vega) through the cell at the telescope 
is shown in Figure [7J The spectra confirm the presence of the methane in the cell, and a 
wavelength window relatively free of telluric features. The observed spectra are in excellent 
agreement with our expectations. We measure an effective FWHM 8X ~ 1.8 pixels in the 
wavelength direction. The only prominent telluric line is present at pixel #120. Spectra are 
extracted from the raw FITS image using a custom pipeline to perform a sum of counts over 
the spatial direction as a function of wavelength. The exposures were taken at two nodding 
positions separated by 10 ", which were then subtracted to remove the sky contribution. 
The raw frames were also cleaned for hot pixels, dead pixels, and cosmic-ray events. Several 
hundred high S/N spectra (S/N ~ 150, one spectra every 30 seconds) of the supergiant star 
SV Peg (M7, K mag = -0.4) were also obtained in the first two nights, confirming that 
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Fig. 6. — Relevant spectral features on the H band. From top to bottom : synthetic spectrum 
of an M5V star, absorption spectrum of the Earth's atmosphere, and laboratory obtained 
spectra of our cells : 14 NH 3 , 13 CH 4 and 12 CH 3 D (R~ 700 000). 



both the absorption cell features and the stellar spectrum had abundant lines in the selected 
wavelength range (see Figure [8]). 

A preliminary version of our RV extraction pipeline indicates that a precision of ~ 35 
m s _1 can be obtained for each spectrum of SV Peg (see Fig. [H]). Our RV determination 
is based on the forward-modeling technique described by Butler et al. (1996). In brief, we 
have developed a custom MATLAB code for our analysis. We convolve a model LSF with a 
model for th e intrinsic spectrum of a target star, a model for the telluric spectrum of Earth's 
atmosphere ([Wallace et al.lll996l ). the FTIR spectrum for the gas cell, and a foruth-order 
polynomial model for the continuum. The model LSF consists of a central Gaussian and N 
satellite Gaussians with adjustable widths, relative amplitudes and centroids to attempt to 
reproduced the observed variability in the instrumental LSF. We also allow for a variable 
spectrograph resolution and plate scale along the length of the slit. The residuals between 
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the model and observations are iteratively minimized over the multiple free parameters via 
a hybrid amoeba simplex algorithm from an initial starting set of parameters that are con- 
strained via a coarse x 2 minimization. We derive a deconvolved template spectrum for the 
target star using an iterative procedure adding averaged residuals from our fits using the 
above procedure to observations taken without the gas cell. From the fit parameters, we de- 
rive the line of sight radial velocity to a target star from the relative wavelength shift between 
the mode l for the gas c ell and the stellar template. Using standard barycentric correction 
routines (jStumpfilll980l ). we correct for barycentric motion of the observer to arrive at the 
final radial velocities obtained on the first two nights of observations as shown in Figure |9j 
SV Peg was chosen to be very bright and with spectral features in the K band, but it is a M 
supergiant star and, as such, RV variability at > 10 m s" 1 level is expected in timescales of a 
few days. Also, as happens in the optical, obtaining accurate templates is a major limitation 
of the absorption-cell method. To derive more reliable templates, we are now obtaining very 
high resolution spectra in the K band using CRIRES/VLT (R~110 000). The long-term 
stability of our setup will be demonstrated in a forthcoming publication using observations 
on known RV stable M dwarfs (e.g., GJ 15A and GJ 293). 



5. Conclusions and Current work 

We demonstrated a methodology to design optimal gas cells for precision RV measure- 
ments using high-resolution spectrographs. Our numerical experiments showed that, given 
a high resolution spectrograph covering the K band, precisions better than 5 m s _1 level 
can be achieved for late M dwarfs (T<3500 K), enabling the detection of terrestrial planets 
orbiting in their habitable zones. Additionally, precision RVs of earlier type GO to mid-K 
dwarfs could also be obtained, enabling planet-search programs around young active stars. 
We constructed two such methane isotopologue cells and presented FTIR spectra useful for 
future RV applications and isotopic abundance determination on solar-system studies. We 
commissioned the 13 CH 4 gas cell on CSHELL/IRTF, and provided optimal parameters for 
future spectrographs with the ability to operate in the K band. Even if the final 12 CH 3 D 
cell was suboptimal for work in the K band, we found that this isotopologue of Methane has 
an even higher density of lines. Thanks to the obtained FTIR spectra, a cell with 12 CH3D 
can also be now optimized. A similar increase in line density would be expected from a 
deuterated isotopologue of ammonia (e.g., 14 NH 2 D). Unfortunately, no comprehensive line 
lists exist for such species. We plan to better characterize some of these isotopologues in the 
future using laboratory FTIR spectroscopy and custom-made cells. 

The absorption-cell technique discussed here consists of inserting the cells directly on the 
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Fig. 7. — Laboratory FTIR spectrum (top) and observed spectrum (bottom) at IRTF of 
the 13 CH4 cell on the K band window used for CSHELL observations. CSHELL is not cross 
dispersed and only covers ~ 6 nm at the K band. The only remarkable telluric feature in 
this window is at pixel 120 and corresponds to telluric methane absorption. The resolution 
of the FTIR spectrum is 700 000. The lines in the observed spectrum look shallower due to 
the lower resolution of the spectrograph (R=44 000). 



optical path of the starlight. Given a stabilized spectrograph (e.g., HARPS/ESO), such cells 
could also be used as external calibration sources by illuminatin g them with white light and 
producing a 'lamp-like' calibration spectrum in absorption (see iMahadevan fc Gell2009l . for 
a more detailed discussion). However, stabilized spectrographs are more expensive to build, 
tend to be less versatile and none is currently available to work in the NIR. Alternative 
methods to provide external wavelength calibration have been proposed (e.g., frequency 
comb and/or a stabilized ethalon), but they will also work on stabilized spectrographs. The 
absorption-cell technique remains as the only option if precision RV measurements are needed 
from general-purpose instruments such as NIRSPEC/Keck, CRIRES/VLT or the planned 
i-Shell/IRTF. 

In October 2010, we started a pilot program to obtain RV measurements on late-type 
young dwarfs (K and M). The targeted radial velocity precision is between 30 to 50 m s~ x 
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Fig. 8. — Top. Obtained spectrum of a telluric standard (Vega) observed through the 13 CH 4 
absorption cell. Middle, observed spectrum of the M7 giant star SV Peg observed without 
the cell. Bottom, Observed spectrum of SV Peg through the cell. 



(depending on the spectral type). An end-to-end data analysis pipe l ine is being developed 
that applies the forward modeling technique outlined in lButler et al.l ( 119961 ). Stellar spectra 
templates at higher resolution (using CRIRES/VLT, R=110 000) are being obtained to 
be used in the modeling of the observed spectrum. The first results of our survey and 
the long-term stability of the methane cells will be presented in a forthcoming publication. 
Preliminary intranight measurements on the giant star SV Peg (K mag = -0.4) indicate that 
a precision down to 35 m s~ x (S/N = 150) is within our reach. Let us note that we are only 
using 6 nm out of 300 nm available in the K band. Preliminary analysis of the most recent 
observing run (August 2011) confirms that the 13 CH4 gas cell pressure and operation remains 
nominal after nearly one year of operation on the telescope at the summit of Mauna Kea, 
Hawaii. Given the better nominal performance of methane isotopologues compared to 14 NH 3 , 
and assuming that the photon noise is a significant term in the final error budget, a 13 CH 4 
o r 12 CH,sD) cell insta lled on a CRIRES-like spectrograph and a similar setup as the one used 



by Bean et al. (|2010a ) should lead to a 30-40% improvement in the overal Doppler accuracy 
(3-4 m s _1 precision compared to the current 6 m s ~ l long term accuracy demonstrated on 
Barnard star and Proxima Cen). (IBean et al.ll2010al ) discussed that the likely limiting factor 
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Fig. 9. — Relative radial velocity measurements of the super giant star SV Peg (K = -0.4) 
obtained during the first two nights. Each spectra has a formal S/N of about 150. Grey 
points correspond to individual observations (RMS ~ 35 m s" 1 ). Black points correspond to 
averaged blocks of 6 observations. The measured RMS of the averaged blocks (~ 14.8 m s _1 ) 
is almost identical from what would be expected from Gaussian white noise (35/^= 14.2 
m s _1 ). SV Peg is a supergiant star and, as such, should show some RV variability in time- 
scales of a few days and may explain the few m s _1 offset between the mean of the two 
nights. 

of the Ammonia- CRIRES program was contamination by shallow telluric features, both 
on the observations and during the stellar template reconstruction. While this is a likely 
source of systematic uncertainty, our numerical simulations indicate that the ammonia cell's 
contribution to the error budget has almost the same magnitude as the reported RMS on 
RV stable stars. We therefore conclude that, even though telluric contamination is a source 
of uncertainty for sure, using a methane cell on CRIRES should lead to a significant increase 
in precision. Given that enough space is left between the telescope and the spectrograph 
(~ 10 cm), such cells can be installed at little cost in upgraded versions of the available NIR 
instruments (eg. NIRSPEC at Keck, CRIRES/VLT) and planned instruments with K-band 
capabilities (e.g., i-Shell at NASA/IRTF). 
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